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must be treated as if the test never oc-
curred. These problems are:

(a) In the case of a screening test
conducted on a saliva ASD or a breath
tube ASD:

(1) The STT or BAT reads the result
either sooner than or later than the
time allotted by the manufacturer and
this Part (see §40.245(a)(8) for the saliva
ASD and §40.245(b)(8) for the breath
tube ASD).

(2) The saliva ASD does not activate
(see §40.245(a)(7); or

(3) The device is used for a test after
the expiration date printed on the de-
vice or on its package (see §40.245(a)(1)
for the saliva ASD and §40.245(b)(1) for
the breath tube ASD).

(b) In the case of a screening or con-
firmation test conducted on an EBT,
the sequential test number or alcohol
concentration displayed on the EBT is
not the same as the sequential test
number or alcohol concentration on
the printed result (see §40.253(c), (e)
and (f)).

(c) In the case of a confirmation test:

(1) The BAT conducts the confirma-
tion test before the end of the min-
imum 15-minute waiting period (see
§40.251(a)(1));

(2) The BAT does not conduct an air
blank before the confirmation test (see
§40.253(a));

(3) There is not a 0.00 result on the
air blank conducted before the con-
firmation test (see §40.253(a)(1) and (2));

(4) The EBT does not print the result
(see §40.253(f)); or

(5) The next external calibration
check of the EBT produces a result
that differs by more than the tolerance
stated in the QAP from the known
value of the test standard. In this case,
every result of 0.02 or above obtained
on the EBT since the last valid exter-
nal calibration check is cancelled (see
§40.233(a)(1) and (c)(3)).

[66 FR 79526, Dec. 19, 2000, as amended at 67
FR 61522, Oct. 1, 2002; 71 FR 49384, Aug. 23,
2006]

§40.269 What problems cause an alco-
hol test to be cancelled unless they
are corrected?

As a BAT or STT, or employer, you
must cancel an alcohol test if any of
the following problems occur, unless

§40.271

they are corrected. These are ‘‘correct-
able flaws.”” These problems are:

(a) The BAT or STT does not sign the
ATF (see §§40.247(a)(1) and 40.255(a)(1)).

(b) The BAT or STT fails to note on
the ‘“‘Remarks’” line of the ATF that
the employee has not signed the ATF
after the result is obtained (see
§40.255(a)(3)).

(¢c) The BAT or STT uses a non-DOT
form for the test (see §40.225(a)).

[656 FR 79526, Dec. 19, 2000, as amended at 71
FR 49384, Aug. 23, 2006]

§40.271 How are alcohol testing prob-
lems corrected?

(a) As a BAT or STT, you have the
responsibility of trying to complete
successfully an alcohol test for each
employee.

(1) If, during or shortly after the test-
ing process, you become aware of any
event that will cause the test to be
cancelled (see §40.267 ), you must try to
correct the problem promptly, if prac-
ticable. You may repeat the testing
process as part of this effort.

(2) If repeating the testing process is
necessary, you must begin a new test
as soon as possible. You must use a new
ATF, a new sequential test number,
and, if needed, a new ASD and/or a new
EBT. It is permissible to use additional
technical capabilities of the EBT (e.g.,
manual operation) if you have been
trained to do so in accordance with
§40.213(c) .

(3) If repeating the testing process is
necessary, you are not limited in the
number of attempts to complete the
test, provided that the employee is
making a good faith effort to comply
with the testing process.

(4) If another testing device is not
available for the new test at the test-
ing site, you must immediately notify
the DER and advise the DER that the
test could not be completed. As the
DER who receives this information,
you must make all reasonable efforts
to ensure that the test is conducted at
another testing site as soon as possible.

(b) If, as an STT, BAT, employer or
other service agent administering the
testing process, you become aware of a
‘“‘correctable flaw” (see §40.269 ) that
has not already been corrected, you
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